[A choice and realization of bipolar pulses for external electric defibrillators].
There is a comparison of parameters of different-form bipolar pulses for external electric defibrillators described in the paper. The electric schemes of generators used in pulse shaping are elucidated; the appropriate recommendations concerning their choice are defined.